Instrument Configuration Report - Agilent | 1o
Instrument : 6546-QTOF
Configuration Date : 2024-03-22 16:21:44-04:00
Configured By : SYSTEM (SYSTEM)
Device Information
Name Model Serial No Host Name Or IP | Com Port | Firmware Version
Q-TOF G6546A SG2236E201 192.168.254.12 27.851
Agilent 1100/1200/1260/1290 LC 192.168.254.11
Multisampler G7167B USBBX00105 192.168.254.11 D.07.35 [0002]
Binary Pump G7120A USBBY00101 192.168.254.11 B.07.35 [0003]
Column Comp. G7116B USBBZ00106 192.168.254.11 B.07.35 [0003]
Installed Software
Name Version Build Number
Agilent MassHunter Workstation Acquisition 11.0 11.0.221.1
Agilent MassHunter Workstation Qualitative Analysis 10.0 10.0.10305.0
Agilent MassHunter Workstation Quantitative Analysis 11.0 11.0.827.1
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